MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

INTOX EC/IR II MAINTENANCE REPORT [RECEIVED 03
Complete Ehis report at the time of the regular MONEthly preventive mainteni y Carol Day at 9:01 am, May 05, 2015

days) . Complete this report whenever the instrument is serviced or repaire
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

e

AT WIS YD I s PricTT™

INTOX EC/IR IT 8N NAME OF AGENCY DATE OF INSPECTION
12688 Lee's Summit Police Dept 05/05/20158
IOCATION OF IHSWENT {STREET AND CITY) TIME QF INSPECTICN
10 NE Tudor Rd Lee's Summit . 00:43 CDT

T~ CHECKLIST! Place & mark in Lhe DoX Dy each item 1f found to be eatisfactory or is operating within
astablished limite. {Write in observed values where determined). Unmarked items must be corrected
before using instrument,

DIAGNOSTIC RECORD

BLANK CHECK ‘Ecoz CHECK
[RJFC 1 TEwP [X]FLOW CHECK
SRC TEMP [X]FCB CHECK

DET TEMP ECRC COMP CHECK
@B‘f TEMP [X]CRC CAL CHECK
STD 2 TEMP - EIPRINT TEST

EE‘I‘H CHECK
BREATH ANALYZER ACCURACY STANDARDS

ESIMULATOR SOLUTION ECOMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER intoximeters LOT# AG319902 . EXP. DATE 07/18/2015
[:]SIMULATOR TEMP (34°C +0.2°C)} SIMULATOR S/N SIMULATOR EXP DATE

ECALIBRATION CHECK - (ONLY ONE STANDARD IS8 TO BE USED PER MAINTENANCE REPORT)

Bun three tests using a standard solution. All three tests must bhe within +%% of the standard value
and must have a spread of .005 or less, Mark the box corresponding to the standard solution being
used., (PRINTOUT ATTACHED)

0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE

0,04% STANDARD - MUST READ-BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1 % 0.079 g/210L TEST 2 % 0.079 g/210L TEST 3 % 0,079 g/210L
" INDICATE THE NUMBER OF BREATH TESTS 1IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

.15-.,19 0 OVER .19 0
ENT TO OEERNTH

REFUSALS o - 0-,04 12 .05-,09 0

SATISFACTORILY AND WITHIM ESTABLISHBD LIMITS (USE OTHER SIDE IF NECESSARY)

INSPECTING OFFICER -

KUDZINSKI JENNIFER
3 —TELETHONE HUFBER
09/04/2015 (816 ) 969-4150

RETURN COMPLETED REPORT 7O THE:
Breath Alcohol Program, Missouri Department of Health and Senior Services,

Southeast District Office, 2875 James Blvd, pPoplar Bluff, MO 63901

MO 580-2899 AM BQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB 163
services provided on a nondiscriminatory basis




Allgas USA LLO {LAB)
3500 Bernard Sfree!
'St Louls s 63103
 Ph (314) 533-3100
Fax (314} 633-7328 '

’

Certificate of Analysis

Customer Name L ' : - TestDate: " 18-Jyl-2013
Intoximeters, ing. | e : e o
2081 Cralg Road

St Louls, Mo 63146

Lot# AG319902
,Exg':Datg" ' .Czl. Type - Cdm.gon‘en'g' . - Catiifled Conceniratlon

18:Jul-2015 108 - Ethang| - © 0.080£0.002 BrAC(218 ppm)
T - Nitrogen a Baiance T _

Cerﬂﬂsaﬂon Traceable to N, l S T RGM Ethanol Standards. .

§e[lal No ' Concéntraﬁo ; ' 8 é;ial;[go,' Cogcantration .

530010581 3918 Ppm R EB0010603 3925 pplﬁ'
. EB0Q10570 2598 bpm : - EHoo1o%se 2589 ppin
‘EBOU'iozBS . 208,0 ppm ' EBO0105% - 2089 ppm
EBO010881 . " 4037 ppm " EB0010852 " 104.9 ppm.

&'8001{3631 5222 ppm | - EB0010579 . 62,94 ppm

Analytical Meihog: NDIR

|la?s!§ned by Quali Oontrol '
0? 18 1434 1 05:00

eason; rﬂﬂca!}on ofanalysls . . "
ocaﬂon rgas USA LLC (L A naiyst: .

"‘;R_‘o& Marsala

180 17025:2005 A2LA aceredited. Certificate Numbsy 2669.01
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